Detection of OXA-370 directly from rectal swabs and blood culture vials using an immunochromatographic assay.
We evaluated the performance of OXA-48 K-SeT assay for detecting OXA-370 directly from spiked rectal swabs and blood culture vials. The limit of detection of this test was 104UFC/mL for rectal swabs. Detection of the OXA-370-producing isolates was successfully achieved directly from positive blood culture vials independent of growing conditions.